[HRV analysis system based on Windows 95 and its preliminary application].
Objective. To provide a real useful application system for the HRV research. Method. The acquisition, detection and analysis system of HRV signal was set up based on Windows 95. The system analyzes the HRV signal with statistic method in time domain and power spectrum in frequency domain. And the power spectrum array was also introduced into the analysis. HRV signals of some healthy persons and some patients were detected and analyzed. Result. The HRV characteristic is much more obvious in the diabetics patients. Conclusion. The system is useful in HRV signal analysis and cardiovascular research.